Background
==========

Previously it has reported that safe and easy way of conducting anastomosis between the esophagus and digestive tract following total or proximal gastrectomy by the hemi-double stapling technique using EEA™ OrVil^TM1^\[[@B1]\]. In this technique there was always a dog ear, and even though we were able to maintain blood flow, we were unable to resolve the weak point.

But we sought to improve this technique, we identified double stapling method for esophagojejunostomy with no overlapping spots of the stapler in this report.

Methods
=======

Subjects
--------

As the basic procedure, early gastric cancer with lesions localized at the upper part of the stomach employed laparoscopic proximal excision and double-tract reconstruction while early gastric cancer with lesions spreading in the upper and middle regions employed laparoscopic total gastrectomy and Roux-en-Y reconstruction. End-to-side anastomosis was used for reconstructing the removed stump of the esophagus and lifted jejunum.

Devices Used
------------

EEA™ OrVil™ is a device that permits mechanical purse-string suture. An anvil head with a diameter of 21 or 25 mm is fastened in a tilted state at about 170 degrees to a tube as long as about 95 mm via No. 1 polyester yarn with a white plastic connector. The tube is calibrated in 5-cm increments starting with the anvil head. The tip of the tube is called a valve tip. Purse-string suture is enabled by connecting the center rod of the anvil head and the main unit of the automated stapler, and conducting firing(Figure [1](#F1){ref-type="fig"}).

![**Components of EEA™ OrVil™**. 1. Anvil head. 2. Anvil holding yarn (No. 1 polyester yarn). 3. Colored plastic section. 4. Center rod. 5. Valve tip.](1477-7819-9-55-1){#F1}

We used Surgitie™ for purse-string suture of esophagus.

Posture
-------

In general cases, for the basic operation, the patient was kept in a spine position with his/her legs opened. A scopist stood between the patient\'s legs. An operator stood on the right-hand side and a primary assistant stood on the left-hand side of the patient.

Site of insertion of a trocar
-----------------------------

A 12-mm-long trocar was inserted below the umbilicus as a port for laparoscope. Trocars with different sizes were inserted as working ports under abdominal inflation with 8 to 10 mmHg: a 5-mm-long trocar under the right lumbocostal arch; 12-mm-long for the right abdomen; 12-mm-long under the left lumbocostal arch; and 5-mm-long for the left abdomen. The lateroabdominal trocars were placed slightly inward from the right and left lumbocostal arches: trocars formed an inverted trapezium.

Removal of tissue samples
-------------------------

Following dissection of the gastric lymph nodes, an automated stapler was inserted via a trocar of the right abdomen, and tissues of the esophagus were cut off (Figure [2](#F2){ref-type="fig"}).

![**The esophagus was cut off obliquely to the long axis with the automated stapler inserted from the right abdomen**.](1477-7819-9-55-2){#F2}

A 7-cm-long small abdominal incision was created at the midline slightly caudal from the ensiform process of the epigastric region. Samples were led outside the abdominal cavity.

For total gastrectomy, the duodenum was cut off immediately under the pylorus. For proximal gastrectomy, a sufficient distance from the open end was secured so as not to leave any tumor remnants, and cut-off was performed with an automated stapler at the gastric body.

Esophago-jejunostomy
====================

Placement of an anvil head within the esophagus
-----------------------------------------------

EEA™ OrVil™ was orally inserted slowly from the valve tip until the valve tip reached the open end of the esophagus.

A small hole was created with electric scissors at the tensed site while tension was confirmed. The valve tip was made to pass through (Figure [3](#F3){ref-type="fig"}).

![**A small hole was created at the tip of the open end of the esophagus obliquely cut off to the long axis**.](1477-7819-9-55-3){#F3}

Straight grasping forceps were inserted via a trocar at the left abdomen (Figure [4, a](#F4){ref-type="fig"}). A tube was led outside the abdominal cavity while the valve tip at a small hole at the open end of the esophagus was being grasped. The cuffs of the endotracheal intubation tube tend to cause resistance during transit. To alleviate this resistance, the throat cavity was widened during transit through the larynx, and the cuffs were deflated. When the tube was pulled further, the anvil was led from the open end of the esophagus into the abdominal cavity. Then, the grasping notch of the center rod was securely grasped with anvil straight grasping forceps. The anvil head and the tube were connected with two pieces of No. 1 polyester yarn, which were cut to disconnect the anvil and place the anvil head within the esophagus.

![**A tube was made to pass through from a small hole at the tip of the open end of the esophagus**.](1477-7819-9-55-4){#F4}

Purse-String Suture of the Esophageal Stump
-------------------------------------------

The Surgitie™ was inserted at the right subcostal margin, and after the looped-shaped thread was wrapped around the esophageal stump opening, assisting Maryland forceps inserted at the left subcostal and left abdomen were used to grasp the left and right esophageal stump (Figure [5](#F5){ref-type="fig"}). The surgeon inserted anvil grasping forceps into the right abdomen, and after grasping the esophagus with the forceps, tightened the Surgitie™, thereby completing the purse-string suture on the esophageal stump (Figure [6](#F6){ref-type="fig"}).

![**The looped-shaped thread was wrapped around the esophageal stump opening, assisting Maryland forceps were used to grasp the left and right esophageal stump**.](1477-7819-9-55-5){#F5}

![**The surgeon tightened the Surgitie™, thereby completing the purse-string suture on the esophageal stump**.](1477-7819-9-55-6){#F6}

Preparation of lifted jejunum
-----------------------------

The jejunum 20 cm away from the ligament of Treitz was led from a small abdominal incision to outside the abdominal cavity and also cut off with an automated stapler. An automated stapler was inserted from the open end of the lifted jejunum to let a trocar pass through. Then, the main unit of the automated stapler and the lifted jejunum were fastened with silk thread to prevent dropout of the small intestines from the automated stapler. The abdomen was again inflated and the lifted jejunum was led into the abdominal cavity.

Connection with anvil, and anastomosis
--------------------------------------

The anvil and the main unit were connected after it was confirmed that an automated stapler and the center rod were made fully linear. Firing then completed the anastomosis.

The inlet of the automated stapler at the open end of the lifted jejunum was closed with an automated stapler inserted via a trocar of the right abdomen. Then, anastomosis between the esophagus and jejunum was completed(Figure [7](#F7){ref-type="fig"}).

![**The anastomosis site was checked in multiple directions to make sure the jejunum was not caught in the anastomosis site**.](1477-7819-9-55-7){#F7}

Discussion
==========

We have been reported on the use of the EEA™ OrVil™ stapler in end-to-side anastomosis for esophagojejunostomy with the hemi-double stapling procedure, although there was some minor leakage experienced during the 35^th^case, we sought to improve this technique \[[@B2]\].

For rectal cancer, reconstruction during the low anterior resection is generally performed with the double stapling technique, with ruptured sutures being reported in 2.6-17% of cases \[[@B3]-[@B6]\]. The existence of dog ears at the site of ruptured sutures could not be confirmed in all cases, but when dog ears formed the weak point, it was necessary to consider the blood flow around the anastomosis site \[[@B7]\]. In our report of the hemi double stapling technique there was always a dog ear, and even though we were able to maintain blood flow, we were unable to resolve the weak point. Moreover, an advanced technique is necessary when a purse-string suture with an anvil insertion is used as the suturing technique at the esophageal stump, and due to its cumbersome nature, various measures have been devised. To perform a resection similar to a laparotomy, we have developed the easily performed complete double stapling method.

On the anvil placed at the remaining esophageal side, Surgitie™ was used in addition to the purse-string suture. The stapler used at the time of resecting the esophageal stump became the stopper, and even if the purse-string suture was not inserted into esophageal stump, the ligature of the end Surgitie was sufficient to close the stump end without coming apart.

An anastomis for esophagojejunostomy usually requires EEA™φ 25 mm, but the EEA™ OrVil™φ 25 mm that we use\--compared with the conventional EEA™ φ 25 mm\--enlarged the external diameter from 25 mm to 25.6 mm. The diameter of the resection site also increased from 15 to 16.5 mm, and the surface area increased by about 21%. Consequently, the surplus esophageal stump created by using a purse-string suture makes the esophageal stump stapler easy to employ. Because we have no experience conducting anastomis with EEA™φ 21 mm, it is unclear whether the surplus esophageal wall can be stapled without undue effort, but in all 8 resections we have conducted using the EEA™ OrVil™φ25 mm, it was possible to staple along the stapler line completely.

Accordingly, the highly stressful interperitoneal suturing technique used by surgeons performing this microscopic esophagojejunostomy is unnecessary and has been made simple. However, further case studies must be assessed and monitored to test for safety and reliability in a randomized fashion.
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